






1 General surgery
1.1.     Supine position using leg plates
1.2.    Supine position with spread leg plates
1.3.    Thyroidectomy position using the head plate
1.4.    Prone position
1.5.    Lithotomy position
1.6.    Thoracic surgery in lateral position

2 Gynaecology 
2.1.    Lithotomy position using leg supports
2.2.   Lithotomy position using the leg section ModuLeg 
2.3.   Lithotomy position using a vacuum mattress and leg supports
2.4.   Beach-chair position for mamma surgery

3 Urology
3.1.    Lithotomy position using a seat section extension and leg supports
3.2.   Lithotomy position using a vacuum mattress and leg supports
3.3.   Lateral position

4 ENT, OMFS and Ophthalmology
4.1.    Supine position using the OMFS plate
4.2.   Supine position using a head ring
4.3.   Supine position using a shaped head rest
4.4.   Supine position using the shoulder plate and a shaped head rest

5 Spinal surgery and neurosurgery
5.1.    Supine position using the Doro headrest system 
5.2.   Beach-chair position using the Doro head rest system
5.3.   Park-bench position
5.4.   Prone position using the carbon plate
5.5.   Knee-elbow position 
          using a knee positioning device and a buttocks support 
5.6.   Position for cervical spine surgery



6 Orthopaedics and traumatology
6.1.    Prone position
6.2.   Surgery on the forearm in supine position 
          using the arm/hand operating table
6.3.   Elbow surgery in prone position
6.4.   Knee arthroscopy in supine position
6.5.   Beach-chair position for shoulder surgery
6.6.   Fracture of the lower leg
6.7.       Supine position for hip surgery
6.8.   Lateral position for hip surgery
6.9.   Lateral position using the shoulder traction device
6.10.    Supine position  
         Surgery of humerus fracture using the countertraction post
6.11.      Lower arm fracture treatment using the traction unit
6.12.  Extension position 
         Femur fracture / Hip surgery using the extension device
6.13.  Extension position 
         Lower leg fracture surgery using the extension device
6.14.     Minimally invasive hip replacement using the Condor Rotex Table/EAS
6.15.      Hip arthroscopy using the Condor Rotex Table/EAS

7 Vascular surgery
7.1.     Supine position using the carbon plate

8 Bariatric surgery
8.1.    Standing position
8.2.   Beach-chair position
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6.4.   Knee arthroscopy
	   in supine position

Required accessories

Basic equipment

1 DIAMOND OR table

2 Head plate 101.0017.X

3 Leg plates (pair) 
for anaesthesia induction

101.0116.X

Application-specific accessories

4 Leg restraint strap 101.0164.X

5 Knee arthroscopy support 101.0583.X

General accessories  
for side rail attachment

6 Arm rest 2 x 101.0192.X

7 Body restraint strap 101.0177.X

Positioning aids

8 Gel supine head rest 101.0337.X

9 Gel heel pad 101.0328.X

Alternative positioning using
knee positioning device 101.0212.X.
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76 Extension device, carbon 101.0563.X

77 Transport trolley 101.0566.X

78 Transfer leg plate (pair) 101.0567.X

79 Traction device 
for tibial fractures

101.0568.X

80 Condyle fixation 101.0569.X

81 Leg section ModuLeg 101.0570.X

82 Leg supports (pair) 101.0571.X

83 Knee arthroscopy support 101.0583.X

84 Countertraction post for 
lateral position

101.0594.X

85 Side rail extension (pair) 101.0596.X

86 Shoe for extension
device

101.0611.X

87 Carbon plate 101.7151.X

88 Side rail for carbon plate 101.7152.X
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